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Intended use
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Important Safety Precautions

 

Keep these instructions for future reference.

 Warning: 

(Usage)

(Power source)
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(Cleaning and disinfecting)

 Caution: 

(Usage)

Important Safety Precautions

EN



6

Important Safety Precautions

(Power source)

(Cleaning and disinfecting)

General Safety Precautions



7

True portable, pocket size

Inhalation is possible at various angles

Soundless operation

Simple one-button operation

Wide medication compliance

Easy to assemble, simple preparation
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Contents of the OMRON MicroAIR U100 package

Container Mouthpiece
 

Mesh Cap 

Batteries
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Names and functions of the parts
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Mesh Cap

Medication container

Main unit

Air opening

Power indicator

ON/OFF ( ) button

Battery Low Indicator

Medication container lid release button

Vibrating element

Mesh



Main unit cover

Names and functions of the parts
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 II ) Disassemble, clean and disinfect the parts

Disassembly



Inserting batteries

Battery life and battery replacement

Battery Low Indicator (orange light)

Turns on

How to insert or replace the batteries



To connect the AC adapter to the main unit

To remove the AC adapter from the main unit

Using the AC adapter (Optional)
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 Caution: 



Mesh
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How to inhale with the OMRON MicroAIR U100
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How to inhale with the OMRON MicroAIR U100



How to clean the unit after each inhalation

Mesh
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Continued



How to clean the unit after each inhalation

 

Water



Mask adapter

How to clean the unit after each inhalation
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The Medication Container, Mesh Cap, Mouthpiece, Mask and Mask Adapter should be disinfected 

time, or daily during normal use.

Parts Materials Boiling

Alcohol
Sodium 

hypochlorite
Quaternary 
ammonium

Chlorhexidine
Amphoteric 
surfactant

Disinfecting 
ethanol

Milton*1

(0.1%)
Osvan*1

(0.1%)
Hibitane*1

(0.5%)
Tego*1

(0.2%)

Mouthpiece SEBS

Container

Mesh Cap

3

4
2 2 2 2 2

4
2 2 2 2 2 2

Titanium

How to disinfect the parts
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How to disinfect the parts

 Disinfection by commercially available disinfectant

 Disinfection by boiling 

and Mask (SEBS) (Optional)*2
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3 

How to replace the mesh cap

Optional Medical Accessories

Product description Model

Mesh Cap

Mouthpiece



25

Troubleshooting

Trouble Possible cause Corrective action

to page 22

Refer to page  or 
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Trouble Possible cause Corrective action

page 

on the mesh Refer to page 

Troubleshooting
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Product Category:
Product Description:
Model (code):
Rating:

Power Consumption:
Residual Volume:
Battery Life:
Operating Temperature/
Humidity/Air Pressure:
Storage and Transport 
Temperature/Humidity:
Weight: 
Dimensions:

Contents:

Technical data

EN
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Technical data

Notes:

 

Symbols description

instructions for use

Degree of protection against 

CE Marking

Direct current
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Particle Size:
 

Medication Container Capacity:
Sound: 
Nebulization rate:
Aerosol Output:
Aerosol Output Rate:

Notes:
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Technical data
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Important information regarding Electro Magnetic Compatibility (EMC)

Correct Disposal of This Product 
(Waste Electrical & Electronic Equipment)

Technical data



The guarantee covers only products purchased in Europe, Russia and other CIS countries, 
Middle East and Africa.

Warranty

EN



Manufacturer OMRON HEALTHCARE Co., Ltd.
 

EU-representative OMRON HEALTHCARE EUROPE B.V.
 

THE NETHERLANDS 

Production facility

OMRON HEALTHCARE Co., Ltd.
Matsusaka Factory

Subsidiaries

OMRON HEALTHCARE UK LTD.
 

OMRON MEDIZINTECHNIK HANDELSGESELLSCHAFT mbH

OMRON SANTÉ FRANCE SAS
 


